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	Procedure: Detection of tissue antigens using an indirect immunoperoxidase technique
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	Name:  wendy parker
	Position: 
	Signature:

	Approved:
	
	Signature:

	Risk Assessment No

	Potential Hazards
	Risk Assessment
	Controls
	Comments

	
	None
	Low
	Medium
	High
	V High
	
	

	Tissue sections of rat lymph node, spleen and Peyers Patches (3 sections/slide)
	X
	
	
	
	
	PPE- Lab minimum
	

	Zymed PAP pen
	X
	
	
	
	
	PPE- Lab minimum
	

	 Ethanol – 100%
	
	
	X
	
	
	PPE- Lab minimum

Ignition control and low volume
	Highly Flammable

	PBS
	X
	
	
	
	
	PPE- Lab minimum
	

	mAbs 1B5, R73, OX6 (hybridoma supernatants in RPMI-1640, containing 10% foetal calf serum and 0.1% azide)
	X
	
	
	
	
	PPE- Lab minimum
	sodium azide <1%


	Sheep anti-mouse Ig – Horseradish peroxidase
	X
	
	
	
	
	PPE- Lab minimum
	sodium azide <1%



	PBS wash bottle


	X


	
	
	
	
	PPE- Lab minimum
	

	Humid box: Grey slide box with wetted tissue


	X
	
	
	
	
	PPE- Lab minimum


	

	Spills
	
	
	X


	
	
	Refer to Spill Procedures
	Demonstrator to supervise


	Decisions:

From this assessment we have decided that the person performing the procedure:

· Will ware the minimum acceptable PPE for any lab work – ie. Gown, closed shoes and gloves (when needed) and eye protection

· Ethanol volume is kept to a minimum and ignition is controlled

· Will consult their demonstrator for centrifugation steps and if spill procedures need to be performed


Tony Richardson

15/06/2007
