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	Risk Assessment No

	Potential Hazards
	Risk Assessment
	Controls
	Comments

	
	None
	Low
	Medium
	High
	V High
	
	

	Centrifuge
	
	X
	
	
	
	PPE – Gloves, Gown, Safety Glasses,

Management
	See Centrifuge Procedure

	Big Dye sequencing mix
	
	X
	
	
	
	PPE – Gloves, Gown, Safety Glasses
	No MSDS Supplied as considered Non Hazardous

	5X Big Dye buffer
	
	X
	
	
	
	PPE – Gloves, Gown, Safety Glasses
	No MSDS Supplied as considered Non Hazardous

	Primer solution
	X
	
	
	
	
	PPE – Gloves, Gown, Safety Glasses
	Chemwatch (as deoxyribonucleic acid)

	Thermocycler
	
	X
	
	
	
	PPE – Gloves, Gown, Safety Glasses
	Burn risk is negligible as the thermocycler is not preheated and is cooled after cycling.

	Spectrophotometer
	X
	
	
	
	
	PPE – Gloves, Gown, Safety Glasses
	


	Decisions:




Tony Richardson

15/06/2007
